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PREFACE 

The ultimate  goal of this  program  has  been to study  ways  by  which  the 
orbitron  gauging  technique  can  be  applied  to  extremely low pressure  meas- 
urements.  The  program,  which  has  been  supported  by  NASA  under  Contract 
No.  NAS1-7458, was monitored  by Mr. Alphonsa  Smith of the NASA - Langley 
Research  Center.  This  report  describes  the  research  accomplished  during 
the  period 19 June 1967 - 18 September 1968. 

The  program was conducted in the  Physics  Branch of Midwest  Research 
Institute  under the direction of Mr. Gordon  Gross,  Manager of the  Branch, 
and Mr. Charles  Gosselin,  Project  Leader. Mr. S . K. Behal,  who was on a 
sabbatical  leave f r o m  the  Central  Scientific  Instrument  Organization, 
Chandigarh,  India,  contributed  to  the  program  during  his  six-week  (February - 
March 1968) visit  to  Midwest  Research  Institute. 
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S'I'UDY OF LOW P€GS%JFG APPLICATION OF NEW 
OREXTRON AND ION  GAUGE  DESIGNS 

by Charles M. Gosselin 
Midwest  Research  Institute 

ABSTRACT 

Three  experimental  orbitron'  gauges  have  been  designed  and  fabricated. 
These  gauges  have  been  designed so as t o  use  the  technique of reduced  ion- 
collector  area  which was introduced by Bayard  and  Alpert  and  the  technique 
of suppression' of photoemission  from  the  ion  collection.  introduced  by 
Schuman. The basic  concepts of uhv  measurements  and  a  basic  model of or- 
bitron  gauge  operation  are  reviewed. Also fabrication  techniques  are  de- 
scribed. Pressure response curves are  displayed.  The  combination of the 
suppressor  grid  with  the  orbitron  gauge  appear  to  offer  significant  'promise 
for operation  below 10-11 torr. A second  type  gauge was also  studied  viz. 
the  "buried  collector"  gauge. A pressure  response curve is  also  displayed 
for  this  device. 

I. INTRODUCTION 

A. Vacuum  Measurement 

Any measurement  requires  some  interaction  between  the  measuring  device 
and  that  which is to  be  measured.  The  resulting  effect  (the ttSiaal") 
produced  by such an  interaction  can  then  be  used  to  characterize  the  physi- 
cal  parameter  which  is  to  be  described.  Of  course,  the  usefulness  of  any 
"signall'  is  directly  related to (1) the  ability of the  observer or his in- 
struments  to  establish  accurate  correlations  between  the  "signal"  and  the 
parameter  which  is  to  be  described  and (2) the  ability  to  discern  real 
"signa1s"  from  spurious  signals. 

The  measurement of the  level  of  evacuation  becomes  a  particularly 
difficult  task  in  the  very  low  gas  density  realm  (below lO-lo torr). A s  
higher  levels of evacuation  are  achieved  there  are  smaller  quantities  of 
gas  with  which  to  interact  and  therefore the "signal" is very  small. 

I 

The ordinary  means  employed  in  vacuum  gauges  to  interact  with  low 
density  gas  environments  is  electron  bombardment.  Such  bombardment of 
gas  produces  positive  ions  which  can  be  collected  and  counted  (via  ap- 
propriate  electrodes  and  electrometers). It has  been  demonstrated  many 
times  that  the  ion  current  can  be  related  to  the  gas  density;  therefore, 



the  ion  current i s  a userul   "s ignal"   resul t ing from the  interact ion between 
residual  gas and the bombarding electrons.  

However, the problems associated  with uhv measurements include  not only 
the   detect ion of the  ion  current "signal" but  also  the  discrimination  of  the 
r ea l   s igna l   ( r e su l t i ng  fYom the  e lectron bombardment of t he  environmental 
gas which i s  to be  measured) from spurious "signals ." Most spurious  signals 
encountered i n  uhv gauging are  associated  with  the  generation  and  trapping 
of  the  electrons.  

This  discussion  will  be r e s t r i c t e d  to gauges  which a re  based on  depend- 
ent  discharge*  techniques. In  such  gauges thermionic  emission i s  usually 
employed to  generate  controlled  quantit ies  of  electrons.  These electrons 
are   accelerated  to  an energy level  sufficient  to  cause  gas  ionization (- 125 
eV) and as they  travel  through  the gauge ionizing  coll isions  occur which 
generate  the  ion rrsignal.ff The e lec t rons   a re   u l t imate ly   co l lec ted   a t   the  
accelerating  electrode  (anode). However, because  of  the  high  energy  of  the 
electrons when colliding  with  the anode,  low  energy x-radiation i s  emitted. 
The in tens i ty   o f   th i s   rad ia t ion  depends on the  densi ty  and  energy  of elec- 
t rons   f a l l i ng  on the anode.  Photoemission  produced from the  ion  collecting 
electrode by the  x-radiation  consti tutes a spurious  "signal." The l e v e l  of 
this  spurious  r'signa3'f i s  controlled by the   rad ia t ion   in tens i ty  and the gauge 
geometry. Ultraviolet   radiat ion can also  generate  spurious  "signals". 

Adsorbed  gas  can  be ejected from the anode either  as  neutral   molecules 
or ions by electron bombardment. (See r e f .  1. ) These  desorbed  products a re  
representative  of  the  surface environment rather  than  the  gas environment 
and spurious  lfsignals" can  be  generated by the i r   ion iza t ion  and col lect ion.  

Other  spurious  signals  can  be  generated by leakage  currents  across in- 
sulators,  inductive  coupling, and electronic equipment noise.  

In  the development of dependent discharge vacuum gauges several   s ignif-  
icant  techniques have  been employed t o  reduce the  spurious "signal" t o   r e a l  
"s ignal"   ra t io .  Bayard and Alpert   (ref.  2 )  reduced  the  area o f  the  ion 
col lector  i n  their  "inverted  trode" gauge. Schuemann ( r e f .  3) used  suppres- 
sion  of  the  photoemission from the  ion  collector in h i s  "suppressor  grid" 
gauge. Mourad e t   a l .   ( r e f .  4 )  used e l ec t ros t a t i c  entrapment t o  extend  electron 
paths   in   the  orbi t ron gauge. Each of  these  concepts  has  resulted i n  improved 
operation o r  offers   s ignif icant  promise f o r  gauge  development.  Although 

* A dependent discharge  requires an external  source o f  electrons to 
sustain a discharge or current  flow. For example a hot  filament  provides 
t h i s  source i n  a  Bayard-Alpert Gauge. 
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there  are  other  important  developments  to  the  general  field of vacuum  meas- 
urement  which  could  be  reviewed,  they  do  not  lie within the  area  of  tech- 
niques  studied  under  the  present  project. 

The  purpose of the  study  reported  here  is  to  determine if the  ratio  of 
spurious  "signal" to ion  ''signal"  can  be  reduced in an orbitron  type  gauge 
by  decreasing  the  area of the  ion  collector m d  by the  suppression of photo-. 
emission. 

Three  experimental  gauges  have  been  constructed  for  this study. Each 
gauge  design  incorporates  one o r  more  of  the  techniques  described  above.  The 
design  and  fabrication  techniques  for  each  gauge  are  described in Section I1 
of  this  report. The response of the  experimental  gauges  are  found in Section 
N. 

One  additional  experimental  gauge, viz., the  Buried  Collector  Gauge 
(ref. 5) has  been  briefly  studied.  This  gauge  which  has  been  developed  at 
NASA's Langley  Research  Center  was  loaned  to MRI for this  study.  Its re- 
sponse  characteristics  are  given  in  Section v. 

C . Methods 

The  ability  to  evaluate  gauge  response in the  very low pressure  range  is 
necessary if the  limiting  effect of spurious  signals  is  to  be  determined. For 
this  study,  therefore,  a  dynamic  pressure  ratio  technique  has  been  employed. 

The  pressure  ratio  technique  is  outlined  schematically  in  Figure 1. A 
steady  flow of a  test  gas  is  established  from  a  gas  inlet  system  through  a 
restricted  conductance  into  a  uhv  pumping  station.  The  pressure (Pt) at 
the  test  gauge  is  determined by the  equation: 

Q Pt = - 
S 

where: Q = a  steady  flow  rate  of a test  gas  through  the  pressure  ratio 
system,  and 

S = pumping  speed of the uhv  system  for  the  test  gas.  The  pressure 
at the  reference  gauge (Pr ) is 

3 
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CONDUCTANCE (C  1 

GAUGE GAUGE 
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Figure 1 - Diagram of Pressure  Ratio  Technique. The flow (Q) of a t e s t  gas  through  the  conductance 
( C )  establishes a pressure  ra t io  between the  reference gauge  and t e s t  gauge posi t ions.  
This relat ionship can  be  used t o  determine  the  pressure i n   t h e   t e s t  volume (Pt) by 
measurements of pressure i n  $he reference volume (P,) as long as; (1) pr i s  controlled 
by equilibrium flow conditions; (2) C remains  constant, and (3) the pumping Speed for  
t he   t e s t  gas (S ) remains  constant. 



Q(C + S I  
SC 

Pr = , 

vhere:' C = conductance  between the   t e s t   pos i t i on  and the  reference  position. 
The pressure  ra t io  between t h e   t e s t  and reference gauge p s i -  
t ions  i s  given by 

. I  

If C and S are  constant,  then K i s  constant and 

Therefore,  the  pressure a t  t h e   t e s t  gauge posi t ion can  be  determjnedby meas- 
uring  the  pressure a t  the  reference gauge posit ion,  i f  the  following  require- 
ments are  maintained: (1) a  steady f10V of  a  test   gas i s  established, (2) the 
conductance  betveen  the  upstream  (reference)  position and downstream ( t e s t )  
posi t ion does not change,  and (3) a constant pumping speed for t h e   t e s t  gas 
i s  maintained  by  the uhv system.  Implied in this technique  are  the  require- 
ments tha t   the  background pressure i s  small compared with the  flow  regulated 
pressure Pt and tha t   there   a re  no other  sources or s inks  f o r  t h e   t e s t  gas 
between the two chambers. 

The  dynamic pressure-ratio method i s  described  by  mudsen's  equations. 
(See r e f .  6. ) The main requirement, t o  insure  the  val idi ty   of  this method 
f o r  pressure  comparisons, i s  t o  maintain a constant  conductance.orifice 
across TThich pressure  differences  are  maintained. The application of the 
dynamic pressure-ratio method t o  gauge ca l ibra t ion  vas discussed at the 1961 
Washington meeting of the  American Vacum  Society.  Florescu  (ref. 7 )  de- 
scr ibed  the  admtages of the  two-calibrated  conductance method and possible 
modifications t o  account f o r  gauge desorption  and pumping l imitat ions.  Roehrig 
and Siraons ( re f .  8)  described  a  large  system with or i f ice   l imi ted  pumps  Which 
provided  pressure  calculation t o  10-9 . torr .  Actually,  the  leak-up method of 
Du-shman and Found ( re f .  9 )  and the  application of pressure-ratio  techniques 
t o  mass spectrometer  sampling  (ref. 10) ind ica tes   tha t  this basic  technique 
has long been &own and  applLed.  This method has  been employed successfIXly 
t o  determine  response  characteristics fdr cold  cathode  gauges  over t h e i r  com- 
plete  operating  range ( d o q  t o  2.5 x 10-12 torr) ( see   re fs .  11, 12). The 
uhv pressure ratio system i s  descrirbed i n  the  Equipment sect ion  of   this   re-  
port .  

5 
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11. ORBITRON GAUGES 

A. Description  of  Orbitron Gauge Operation 

The orbitron gauge and the normal controls and power supplies  needed t o  
operate it a re  shown diagrammatically in Figure 2. The gauge consists  essen- 
t i a l l y   o f  two coaxial   cylindrical   electrodes and an electron  inser t ion  e lec-  
trode. The center  cylindrical   electrode (anode) i s  maintained a t  a high 
pos i t ive   po ten t ia l  and the  outer  cylindrical  electrode  (cathode) i s  maintained 
a t  ground potent ia l .  The cathode i s  s p l i t   i n t o  two par ts ,  each of which i s  
e lec t r ica l ly   i so la ted .  The upper par t  i s  used as the  ion  col lector  and i s  
connected  through  an  electrometer t o  ground. The lower p a r t  o f  t he  cathode 
i s  connected  directly  to ground  and i s  used to   es tab l i sh   the   p roper   f ie ld  
conditions  around  the  electron  insertion  electrode. It i s  not  connected  to 
the  electrometer  because o f  the  high  level  of  spurious  signals which are   col-  
l ec t ed   i n   t h i s   r eg ion  o f  the  cathode. 

The electron  insertion  electrode i s  mounted between the  anode and lower 
cathode  and i s  maintained a t  a poten t ia l  which i s  lower than the  surrounding 
f ie ld   points   thus  producing  local   per turbat ions  in   the  cyl indrical   f ie ld .  
This  electrode  consists  of a fine  tungsten  wire (0.001 i n .  dia. ) suspended 
between two support  posts. By thermionic  emission,electrons  are  generated 
from the  tungsten  wire  and  are  accelerated  into  the  cylindrical  electro- 
s t a t i c   c e n t r a l   f i e l d  between the anode  and cathode. Due to   f ie ld   per turba-  
t i o n  about  the  insertion  electrode,  and  the  orientation  of  the  tungsten  wire 
with  respect  to  the  support  posts,  the  electrons  are  injected  into  the  elec- 
t ro s t a t i c   cen t r a l   f i e ld   w i th  a desired  tangential  component o f  velocity.  A s  
a resul t ,   the   e lectrons  are   placed  in  open e l l i p t i c a l   o r b i t s  about the anode 
and  remain  entrapped in   these   o rb i t s   un t i l   they   ga in  enough energy t o  col l ide 
with the  cathode or lose enough angular momentum to   co l l ide   wi th   the  anode. 
Electron  energy  changes  can  occur  because o f  electron-electron,  electron- 
molecule, or  electron-fi lament  interactions.  

The electrons  encounter a r e f l ec t ing   f i e ld  a t  each end o f  the  cyl indrical  
electrodes and therefore   reverse   the i r   ax ia l   ve loc i ty  component. Entrapped 
i n   t h e  gauge volume the  electrons make  many orbits  before  they  are  ult imately 
l o s t .  Because o f  the  electrons'  long  path  length  fewer  electrons  are needed 
to  maintain a desired  electron  density,  and  the number of   e lectrons  fa l l ing 
onto  the anode i s  proportionally  reduced.  Resultant  x-ray  generation, molec- 
ular  desorption, and ionic  desorption  in  the  orbitron  are  generally  less  than 
i n  a standard Bayard Alpert Gauge ( N G )  operating a t  the  same electron den- 
s i t y .  However, unlike  the BAG, the   ion  col lector   of   the  orbitron subtends a 
very  large s o l i d  angle  about  the anode and  therefore i s  qui te   e f f ic ien t  i n  
detecting most o f  the  x-ray  generation  that does occur.  Although  the  orbi- 
t ron  col lector  i s  -100 times as e f f i c i en t  i n  detecting  the  x-ray  generation 
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Fi,o;ure 2 - Diagram o f  Orbitron and Major Electronic Components. Electrons 
emitted from the  f i lament  orbit   the  center  electrode and 
generate  ions by collisions  with  gas  molecules. The ions 
are   col lected by the  upper  portion of  t he   sp l i t   cy l ind r i ca l  
electrode. 
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as a PAG, the number of electrons  falling onto the  anode  is  less  by a factor 
of - lom3. Therefore, in comparison  with  the  BAG a standard  orbitron  should 
exhibit a lower  spurious  ttsignal" to ion  "signal"  ratio by a factor of - 10. 

B. Experimental  Orbitron  Gauges 

Three experimental  orbitron  gauges  have  been  designed,  constructed,  and 
tested on this  program. They are (1) the  Control  Orbitron  Gauge  (COG), 
(2) the  Reduced  Area  Ion  Collector  Orbitron  Gauge  (RAICOG),  and (3) the Sup- 
pressor  Grid  Orbitron  Gauge  (SGOG). 

1. Control  orbitron  gauge.--  The  control  orbitron  gauge  (COG)  is  shown 
in  Figure  3.  The  gauge  is  mounted  on a 4-1/2 in.  O.D.  Con  Flat  flange  into 
which a nine  pin  electrical  feedthrough  has  been  welded. Three 1/8 in. 0 .D. 
x 1-1/4 in.  long  stainless  steel  support  posts  have  been  welded  to  the  flange 
on a 1-15/16 in.  dia.  circle  at 120" intervals.  To  each of these  posts a 
1/8 in.  O.D. x 8 in. long ceramic*  rod  has  been  attached  via a set  screw  cou- 
pler. The various  electrodes of the  gauge  have  been  designed  and  fabricated 
such  that  they  are  supported  by  the  three  ceramic  rods. 

The  cathode  assembly  has  been  fabricated  from  two  sections  of 1-1/2 in. 
O.D. thin  walled (0.010 in.) stainless  steel  tubing  (type 304). At  each  end 
of each  cathode  section a stainless  steel  support  ring  is  attached and is 
used  to  connect  the  cathode  section  to  the  three  ceramic  support  rods. The 
upper  section  (ion  collector)  is 5 in. long  and  the  lower  section  is 7/8 in. 
long.  They  are  separated  and  electrically  isolated  by  ceramic*  spacers (1/4 
in.  O.D. x 1/8 in. I.D. x 1/8 in.  thick)  threaded  onto  the  three  ceramic  sup- 
port  rods. 

The  anode  is a 0.005 in. dia.  tantalum  wire  and  is  attached  at  one  end 
to  the  center  electrical  feedthrough in the  flange  and  at  the  other  end  to a 
spring  loading  assembly.  Figure 4 shows  the  spring  loading  assembly. It is 
electrically  connected  not  only to the  anode  but  also  to  one of the  electri- 
cal  feedthroughs  via a ceramic  tube  clad  wire. The spring  assembly  unit 
consists of a stainless  steel  spider  support  unit, a tungsten  helical  spring, 
and an  anode  wire  clamp.  Tungsten was chosen  as  the  spring  material  because 
it  must  maintain  mechanical  strength  at  bakeout  temperatures up to  400°C. 
The  primary  purpose  for  the  spring  mounting  is  to  eliminate  anode  distortions 
during  high  temperature (- 900°C)  anode  degassing.  Degassing of the  anode  is 
accomplished  by  passing - 425 mA through  the  anode. This procedure  removes 
adsorbed  gas  from  the  anode  surface  thus  reducing  desorption  sources  for 
spurious  signals. 

* McDanel AP-35 High  Density  Ceramic. 
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Figure 4 - Spring Loading Anode Support Assembly.  The 0.005 in.  dia. anode passes 
out of the  electron  orbiting  region through a 1/8 in .  0 .D. x 0.010 i n .  
(wall thickness) x 1/2 i n .  long  tube and i s  attached  to a circular 
clamp. This clamp i s  spring  loaded by means of a tungsten  helical 
spring. 



A t  each  end  of  the  cathode  the anode passes  through a 1/8 i n .  O.D. t h in  
walled (0.010 i n . )  s ta inless   s teel   tube which i s  mounted on spider  assemblies 
s imilar   to   that   used  for   the  spr ing assembly  above.  These tubes  are  posi- 
tioned so as to   e s t ab l i sh  a r e f l ec t ing   e l ec t r i c   f i e ld   fo r   t he   o rb i t i ng   e l ec -  
t rons.  The upper  tube  (adjacent  to  the  spring  assembly)  extends  into  the 
cathode volume 1/2 in .  and the  lower tube  (adjacent  to  flange)  extends  into 
the  cathode volume 1 i n .  The lower spider assembly a l so   ac t s  as the  filament 
support as shown i n  Figure 5. 

The filament  support  design  permits  the  filament  to be operated a t  one 
of  three  radial   posit ions  within  the gauge, v iz . ,  0 .3 ,  0.5,  and 0.7 of  the 
cathode  radius (1-1/2 i n .  ). The filament  can be inser ted  into or withdrawn 
from the  electron  orbit ing  region (as defined by the lower ref lector   tube) .  
This  design  also  permits  the  filament  to  be  rotated  about an ax i s   pa ra l l e l   t o  
the  anode a t  the  three  radial   posi t ions mentioned  above. Once the  filament 
height and the  angular  adjustments  are made, i t s  posit ion can  be fixed by the 
locking  screw in  the  support   r ing.  

For the   opera t iona l   t es t  conducted on this  study,  the  f i lament was l o -  
cated  in   the  radial   posi t ion  c losest   to   the anode (0 .3) .  The height  posi- 
t ion  of   the 1/8 in. long thoriated  tungsten  filament was between the  planes 
defined by the gap separating  the  cathode  sections. The filament was rotated 
45"  from a radial   l ine   def ined by the anode  and the  f i lament  axis o f  rotat ion.  

2 .  Reduced area  ion  collector  orbitron  gauge.-- The reduced  area  ion 
col lector  gauge ( M I C O G )  i s  shown i n  Figure 6 .  The unique feature o f  t h i s  
gauge i s  that   the   ion  col lector  i s  a he l i ca l   co i l .  This  design  reduces  sig- 
nificantly  the  solid  angle  subtended by the  ion  col lector  from the anode, 
thus  reducing  photo  generated background current. However, i n  order  to im- 
prove the  efficiency o f  ion collection, an  outer   hel ical   coi l  i s  positioned 
around the  ion  collector so t h a t  an e l e c t r i c a l   f i e l d  can  be established which 
will t rap  and  focus  ions  onto  the  inner  coil  (the  ion  collector). The focus- 
i ng   f i e ld  i s  established by maintaining  the  ion  collector  at  ground potent ia l  
and establishing a pos i t ive   po ten t ia l  on the  repel ler   gr id   (outer   coi l ) .  

The design  and  construction  of  this gauge i s  ident ica l   to   the  COG with 
the  exception  of  the ion col lector  and  ion  focusing  grid  assembly.  This as- 
sembly consists  of (1) two he l ica l   co i l s ,   the   ion   co l lec tor  1-1/2 i n .  dia.  x 
4-7/8 in .  long  and  the ion focus ing   co i l  1-7/8 i n .   d i a .  x 4-3/4 in .  long;  and 
( 2 )  a support  ring  assembly. The support  ring assembly i s  made up of two sup- 
port   r ings  r igidly  f ixed 5 i n .  apart  by three 1/8 in .   d i a .  ceramic  spacers  and 
by 1/16 in .   d i a .   bo l t s .  The outer   co i l  i s  attached  to  the ceramic  spacers 
of  the  support ring assembly. The inner   coi l   ( ion  col lector)  i s  attached t o  
an additional  set   of 1/16 in. dia .  ceramic  tubes which are  also  attached  to 
the  support  rings. The la t te r   tubes   a re   long  enough to  pass  through a s e t  
of  holes  in  the  support   r ings  of  the lower  cathode  and are  used as conduits 
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Figure 5 - Reflector Tube and  Filament Mount for  Orbitron Gauge. The 
filament mounting unit can  be located a t  three radial posi-  
t ions ,   v iz . ,  0.3, 0.5,  and 0.7 of  the  cathode radius. The 
unit   can also be t rans la ted   in to  or withdrawn  from the  or- 
biting  discharge  region  and  rotated  about  an  axis  parallel  
t o   t he  anode a t  each  of  the radial positions  (see  Figure 1 0 ) .  
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Figure 6 - Reduced Area Ion  Collector  Orbitron Gauge with Ion Focusing 
Grid (RAICOG) .  The outer  helical   coil  i s  used t o  focus 
ion  onto  the inner hel ical   coi l   ( ion  col lector) .  
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for   e lec t r ica l   wi res   to   the   f lange .  The en t i r e  assembly i s  mounted on the  
main 1/8 in. dia. ceramic  support  rods  described in   s ec t ion  B1 above. 

3. Suppressor gr id   o rb i t ron  gauge-.-- The suppressor  grid  orbitron gauge 
(SGOG) i s  shown i n  Figure  7. The unique  characterist ic of  t h i s  gauge i s  tha t  
a 1-1/2 in. dia. hel ical   coi l   e lectrode  separates   the 1-7/8 in. dia. so l id  
ion  collector from the electron  orbi t ing volume. The h e l i c a l   c o i l  i s  m a i n -  
ta ined a t  a negative  potential   with  respect  to  the  ion  collector and there- 
fore   ac t s   as  a suppressor  grid  for  secondary  emission from the  ion  col lector .  
S ince   the   he l ica l   co i l  i s  part   of  the  electron  orbit ing volume the  other 
electrodes  defining this volume (viz .  , the  lower  cathode  and  both  reflector 
tubes)  are  also  maintained a t  the  suppressor  grid  potential. The ion  col-  
l ec to r  i s  connected via an  electrometer  to ground. 

Both t h e   h e l i c a l   c o i l  and the  ion  col lector   are  mounted i n  a support 
r i ng  assembly similar to   tha t   descr ibed   for   the  M I C O G .  However, a guard 
ring  electrode  has  been added a t  each  end  of  the  ion  collector. These elec- 
t rodes  are   held  in   posi t ion by se t s   o f  ceramic insulators.   Silver  paint  has 
been  used to provide a conducting  ring  around  each  ceramic rod  t o  shunt  any 
leakage  currents  to  the  guard  ring  electrode. The guard  ring  unit i s  main- 
ta ined a t  the same poten t ia l  as the  ion  col lector  and therefore  shields  the 
ion  collector from leakage  currents. 

The h e l i c a l   c o i l  i s  mounted on three 1/16 in. d i a .  ceramic  tubes which 
a re  mounted in  the  support   r ing assembly as described f o r  the RAICOG. The 
ion  col lector  i s  positioned  within  the  ceramic  support columns by ceramic 
spacers. A l l  other  design  parameters o f  this gauge a re   i den t i ca l   t o   t he  COG 
and R!IICOG. 

C .  Fabrication Technique for  Orbitron Gauges 

The fabrication  of  parts  for  the  experimental gauges  has  required  the 
development of  several   special   tools  and  techniques. Among these  special  
too ls  have  been  an  inexpensive  stamping die and d r i l l  j i g   fo r   f ab r i ca t ion  o f  
the  support  ring.  Figure 8 shows a s ta in less   s tee l   r ing   b lank ,   the   d ie  as- 
sembly, the drill j i g ,  and a f in i shed   par t .  

Special  mandrels were fabricated from plexiglass  rods and copper bars 
for  construction o f  the  tantalum  grid  coils  used  in  the RAICOG and the SGOG. 
Figure 9 shows two mandrels which have  been made; one for   the  1-1/2 in .  O.D.  
co i l s  and one for   the  1-7/8 i n .  O.D. coils.  After  the  tantalum  wire (0.010 
i n .  ) i s  wound on the  coi ls ,  a s ta in less   s tee l   rod  i s  spot welded t o  each  wire 
where it crosses  each  of  three copper s t r ip s .  During the  spot  welding  pro- 
cess  the copper s t r ips   are   used as electrodes. Upon completion  of  the  opera- 
tion  the  center  portion  of  the  mandrel i s  removed as well as the  copper s t r i p s  
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Fi,o;ure 7 - Suppressor  Grid  Orbitron Gauge. An inner  helical   coil  i s  
used t o  suppress secondary electron emission from the 
solid  cylindrical   ion  collector.  Also guard  ring  elec- 
trodes  are used to  shield  the  ion  collector. 





Figure 9 - Plexiglas  Winding Mandrels for Fabrication of Hel ica l   Coi l s .  Tantalum wire (0.010 
in. d ia .  ) i s  wound onto one of the  mandrels. The co i l s   a r e   he ld   i n   pos i t i on  
permanently  by  spot  welding  three  stainless  steel  rods  to  each turn of the  
c o i l  a t  1.20' i n t e rva l s .  
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Removal of these  parts  produces a reduction i n  the  outside  diameter of  the 
mandrel, thus permitting removal of a c o i l  assembly which i s  also shown in 
Figure 9. 

The filament mounting unit i s  shown in  Figure 10. It consists o f  a 1/2 
in. dia. x 1/8 in. thick  glass  disk  into which a 1/16 i n .  dia. Kovar support 
post and two 0.040 i n .  dia. Kovar filament  support  posts have  been embedded. 
A 0.005 in. tantalum wire i s  spot welded t o  each  of  the 0.040 in .  dia. posts. 
The tantalum  wire which i s  on axis  with  the 1/16 i n .  dia. support  post i s  
pul led  s t ra ight  and p las t i ca l ly  deformed so as t o  make it r ig id .  A small 
hook i s  made a t  the  loose end. The other  tantalum  wire i s  formed in to  a 
single  loop  spring  with a s t ra ight  shank adjacent  to  the  other  tantalum  wire. 
This shank i s  cut  off  a t  a point 3/16 in. below the hook described above  and 
a 0.001 i n .  dia. thoria-doped  tungsten  wire i s  spot welded t o  the  loose end. 
The tungsten  wire i s  then  stretched  across  the gap  between the  tantalum  wires 
and  spot welded t o   t h e  hook area o f  the  other tantalum wire. A s  the  tungsten 
wire i s  pulled  the gap  between the  tantalum  wires i s  closed  to 1/8 in. before 
the  welding  operation i s  carried  out.  The distance between the  tungsten  wire 
and the  adjacent   paral le l  tantalum wire  should  be 1/32 i n .  or l e s s .  

111. VACUUM TEST EQUI€MENT 

The uhv pressure  ra t io  system i s  shown schematically i n  Figure U- and 
photographically  in  Figure 12. 

The primary  design  features  of a uhv pressure-ratio system are  twofold: 
(1) the system must be  capable  of  maintaining a suf f ic ien t ly  low background 
pressure so tha t  known flow  conditions will control  the  pressure  value  (Pt) 
a t  t he   t e s t  gauge posit ion and (2)  the system must be  equipped  with a s u i t -  
able   gas   inlet  subsystem  including a constant  value  conductance between the 
t e s t  and reference chambers. 

Special   design  cr i ter ia  and  operating  techniques  are employed to   insure  
a low background pressure  level.  The methods employed are:  (1) the   en t i r e  
pressure  ratio system i s  bakeable t o  4OO0C, (2) large  area  titanium  sublima- 
t i on  pumps (TSP) are  located  in  both  the  upstream  (reference) and downstream 
( t e s t )  volumes, (3) the system  can be cooled to  l iquid  nitrogen  temperature,  
thus  reducing  desorption and increasing  the pumping speed o f  the  TSPs, and 
(4)  the  reference gauges are  caref’ully  outgassed by long  term  filament  opera- 
t i on  and electron bombardment of  metal gauge par t s .  

The test   gas  used  for  operation  of  the  pressure  ratio system i s  helium. 
This  gas i s  chosen since it can  be easily  admitted  into a uhv system via a 
vycor d i f  &ser . 
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Figure 10 - Filament  Mounting  Unit. A tungsten  filament (0.001 in. 
dia. ) is mounted  between  two 0.005 in.  dia.  tantalum 
support  rods.  The  support  on  the  right  has  been 
shaped  into a single  loop  spring in  order t o  main- 
tain  tension  on  the  filament. 
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Figure 11 - Block  Diagram o f  the UKV Pressure  Ratio  System.  The  back- 
ground in the  system is maintained  at  a low level  by 
(1) reduced  desorption  resulting from cooling uhv surfaces 
to LN2 temperature  following 4OO0C bake,  and (2)  high 
pumping  speed of titanium  sublimation  pumps (TSP) for 
active  gases. 
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Figure 12 - UHV Presswe Ratio System. The pressure  ratio  system  is 
mounted within an insulated stainless steel tank. During 
low pressure  tests LN2 is  circulated  through  the doubled 
walled  vacuum  vessels and exhausted  into the stainless 
steel tank. 
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The He gas i s  further  purified  of  active  gas  species such as H2 and CO as it 
passes  through TSP-I. The  TSPs have no effect   on He gas even when operated 
a t  liquid  nitrogen  temperature. 

The adjustable  conductance between the  reference and t e s t  volumes i s  a 
Granville-Phillips  variable  leak  valve. When the  valve i s  f u l l  open, a pres- 

sure   ra t io  & = 1 . 4  x lom3 can  be  maintained when the  liquid  helium cryopump 

i s  activated.  To insure   tha t   the   ra t io  does not change during a run,  the con- 
ductance  (c ) i s  held  constant by establishing a constant  equilibrium  sys- 
tem temperature  before a t e s t  i s  begun and  by  maintaining this   condi t ion 
throughout  the tes t   per iod .  The  pumping speed fo r   t he   t e s t   gas  i s  maintained 
constant by the  use  of a conductance l imited  Me cryopunp. 

Pr 

The pressure  ra t io  i s  ve r i f i ed  f o r  each run by d i rec t  B-A gauge reading 
a t  the  reference gauge posit ions.  These  measurements a re  made a t  pressure 
levels   wel l  above the  residual  current  l imitation o f  the B-A gauges. The B-A 
reference gauges  have  been calibrated  through  the  range  via  the  pressure 
ratio  technique  and  the  pressure  reference  transfer  technique. (See r e f .  13.)  

The reference volume, TSP-I, t e s t  volume, and TSP-I1 a re  double  walled, 
such that   l iquid  ni t rogen can  be circulated  in  the  enclosed  space.   After 
passing  through  the  double  walled  region  the LN2 i s  exhausted  into a l iqu id  
t ight   insulated box which surrounds  the  pressure  ratio system (see  Figure 12 )  
Evaporation  of  the  puddling LN2 on the  f loor   of   the  box provides a cold N2 
gas environment i n  which t o  conduct the  pressure  ratio  study. The insulated 
box also provides a furnace environment for  bakeouts up to  400°C. 

Figure 13 d i sp lays   t he   s t a in l e s s   s t ee l   t e s t  chamber into which t h e   t e s t  
orbi t rons  are  mounted. The chamber i s  equipped  with a double wall around 
the  test  region  through which l iquid  nitrogen can  flow  during a t e s t .  The 
chamber can  be  attached  to  an  existing uhv system v ia  a 2-3/4 i n .  O.D. ro t a t -  
able Con Flat   f lange. 

I V .  RESPONSE OF THE EXPEFUMENTAL ORBITRON GAUGES 

A .  Data 

Two types o f  data have  been collected  in  order  to  establish  the  response 
characteristics  of  the  experimental  orbitron  gauges,  viz., comparison t o   r e f e r -  
ence  gauges by both  direct  and pressure  ratio  techniques.  

The gauge response  data  are  presented  in  terms  of  the  ion  collector  cur- 
r e n t   i n  amperes vs.   the  pressure  in  torr   nitrogen  equivalent  units.  Although 
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Figure  13 - Tes t  Chamber for Orbitron  Gauges. The chamber i s  f a b r i c a t e d  from 
s t a i n l e s s   s t e e l   a n d  i s  equipped  with a double wall. LN2 i s  
circulated  through  the  double   wal led  region  during ultra l o w  
p r e s s u r e   t e s t s .  
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the test gas used in this  study was helium, the data  were  converted to torr 
nitrogen  equivalent  units  by  applying  the  simple  relation 

%2 - - 
sN2 

- 'He %e 

where:  SHe = sensitivity  of  the  reference  gauge  for  helium 

sN2 
= sensitivity of the  reference  gauge  for  nitrogen 

PHe = pressure of helium 

The  value  of  SHe/SN2  used  in  this  work was 0.16. 

The  pressure  ratio  technique  is  used  primarily to determine  the low 
pressure  response  characteristics  whereas  the  direct  comparison  is  used to 
determine  the  higher  pressure  characteristics. 

The  operating  parameters  used for this  study  were  selected  by  varying 
individual  parameters  around  previously  established  values  (ref. 14) so as 
to obtain a combination of high  sensitivity and low  background.  Although 
other  sets  of  parameters  could  be  found  for  which  higher  sensitivities  were 
obtained,  higher  background  currents  were  also  measured. 

Table I lists  the  operating  parameters  used  for  each of the  experimental 
orbitrons. Also a half  profile of the  potential  distribution in a radial 
plane,  which  passes  through  the  filament,  is  given for each  gauge.  These 
profiles are based on calculations for cylindrically  symmetric  electrodes  and 
have  been  drawn  such  that  the  anode  represents  the  center of an  electron  po- 
tential well, i.e.,  positive  voltages  increase in the  downward  direction. 

The  control  orbitron  gauge  response  characteristics  for  an  emission cur- 
rent  of l pA  are  shown in Figure 14. A pressure  independent  ion  collector 
current of - 1.3 x 10-12 A was measured in the  ultra  low  pressure  range. At 
higher  pressures  the  gauge  responded  with a linear  slope  corresponding to a 
sensitivity of 0.025 A/torr  (Ng ) . 

The reduced  area  ion  collector  orbitron  gauge  response  characteristics 
for an emission of 7 pA  are  shown  in  Figure 15. A pressure  independent  back- 
ground  current of 2.28 x 10-12 A was measured  at  the  ion  collector  in  the 
ultra low pressure  range. The gauge  response was studied  below  this  back- 
ground level by  supplying a zero  suppression  signal of 2.28 x A to the 
electrometer.  However, the background was not  stable  enough  to  collect re- 
liable  data  below  that  which  are  shown  in  Figure  15. 
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Figure 14 - Control  Orbitron  Response  Curve f o r  1.0 fl Ehission. 
Ultra low pressure  values  plotted on the  abscissa 
were  determined by the  pressure  ratio  technique. 
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Figure 15 - Reduced Area  Ion Collector Orbitron  Response Curve for 7.0 pA 
mission.  Ultra  low pressure values  plotted on  the abscissa 
were  determined by the pressure ratio technique. The dashed 
horizontal line represents  the level of a  zero  suppression 
signal  which was supplied to the electrometer during the 
WICOG tests. 
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The data points therefore  represent  the  actual  ion  collector  current  less 
2.28 x 10’l2 A. The gauge response  indicated a linear  slope  corresponding 
to a sens i t i v i ty  of 0.34 A/torr (N2). 

The suppressor gr id  orbi t ron gauge response  character is t ics   for  an emis- 
sion  of 7 pA a re  shown i n  Figure 16. The pressure  independent background ion 
co l lec tor   cur ren t   in   th i s  gauge was negative , viz. ,  -1.07 x A. Attempts 
were made to  eliminate  the  negative background currents by varying  the  oper- 
ating  parameters  but  without  success as long as the gauge was operated i n  a 
suppressor  grid mode, i.e.,  while  the  electrodes  surrounding  the  electron 
orb i t ing  volume  were opera t ing   a t  a negative  potential   with  respect to the 
ion  col lector .  The parameters  finally chosen which yielded  the -1.07 x 
10-12 A ion  collector background cur ren t   a re   l i s ted  i n  Table I. The data 
points  presented  in  Figure 15 were obtained by plott ing  the  actual  current 
measurement plus  the  absolute  value  of  the background leve l ,   i . e . ,  I + 1.07 
x  10-12 A .  The data   scat ter  in the low pressure  region o f  the Curve a r e  
believed  to be due to   noise  i n  the  voltage power supplies  used  for  the anode 
potent ia l   and  suppressor   gr id   potent ia l .  The SGOG gauge displayed a near 
linear  response  corresponding  to a sens i t i v i ty  Jf - 0.076 A/ to r r  (Ng). 

Figures 1 7  and 18 display a  comparison of  the  response of the  RAICOG and 
the  SGOG to  helium and to hydrogen.  This  comparison was made on  a getter-ion 
pumped  vacuum system in which a Varian uhv-12 m s  used  as a reference gauge 
for   d i rec t  comparison. The uhv-12 was compared to  the  calibrated  (for  helium) 
reference gauge on the  pressure  ra t io  system and found to read - 8%  low. The 
data in the  Figures 17 and 18 have, therefore,  been adjusted  to  agree  with 
the  reference  gauges  of  the  pressure  ratio  system. Both f igures  show t h a t  
t he   r a t io  o f  s e n s i t i v i t i e s   f o r  hydrogen vs.  helium (SH,/SHe) i s   s l i g h t l y  

larger  for  the  experimental  orbitron gauges than  for   the uhv-12. This i s  
evidenced by the  small   but  dist inct   separation between the  response  curves i n  
Figures 1 7  and 18 for   the  two gases. 

It i s  in te res t ing  to note   that   the   sensi t ivi ty   indicated in Figure 17 
for   the RAICOG i s  - 29% higher  than  that  indicated i n  Figure 15. Although 
the same emission  current was used  for  both  sets  of  experiments. The ex- 
planation  of  this  discrepancy  cannot  be  simply  attributed to the   indicated 
difference in operating  potentials.  The s e t  of operating  potentials  used  for 
the  data in Figure 17 was a l s o   t r i e d  when the  RAICOG was at tached  to   the uhv 
pressure  ra t io  system; however, the gauge indicated a sens i t iv i ty   o f  - 0.01 
A/torr.  This was o n l y  20% of   the  sensi t ivi ty   indicated  in   Figure 1 7 .  An 
adequate  explanation  for  this  behavior  has  not  been  determined. The only  
obvious  environmental  difference between the two se t s  of  experiments was t h a t  
the gauge housing (vacuum chamber) used to   co l lec t   the   da ta  for Figure 1 7  ms 
a d ie lec t r ic   (g lass )  whereas for  Figure 15 it wits metal  (see  Figure 13). 
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Figure 16 - Suppressor Grid Orbitron Response  Curve for  7 . 0  Rnission. 
Ultra low pressure  values  plotted on the  abscissa were 
determined by the  pressure  ratio  technique. 
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SGOG was opera t ed   i n  two modes, i .e . ,   s tandard  orbi t ron mode similar t o   t h e  COG (cathode 
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The operational  parameters  used  for  the RAICOG pressure  ratio  experiments 
were re-adjusted  to  obtain a c lose   to  maximum sensi t ivi ty   condi t ion.  

The data  in  Figure 18 display  the  response  of  the SGOG f o r  two  modes of 
operation: (1) for   the  suppressor   gr id   operat ing  a t   the   col lector   potent ia l  
(ground)  and (2)  for   the  suppressor   gr id   operat ing  a t  -100 V and the  ion 
collector  operating a t  ground. The f i rs t  mode of  operation  yielded  a  near I 

l inear  response  for  both hydrogen and helium. The response  for  helium  cor- 
responds t o  a   sens i t iv i ty  o f  0..026 A/torr (N2) fo r  an emission  current of 
1 p A .  This  value i s  in excellent agreement  with  the  curve shown in  Figure 14 
for   the  control   orbi t ron gauge. The second mode of  operation  yielded a non- 
linear  response  corresponding  to  a  slope  of  approximately 1.11. It i s  spec- 
ulated  that   the  nonlinear  response k s  caused  by  an  increase in electron con- 
finement  and the  resultant  buildup of orbi t ing  e lectrons due t o  the  negative 
poten t ia l  on a l l  of the  electrodes  surrounding  the  electron  orbiting volume. 
Evidence leading  to  this  speculation  included  the  fact   that   at   a  f ixed  pres- 
sure   the  sensi t ivi ty   of   the  SGOG would increase by as.much as  a  factor  of 
two during  a  period  of - 1 hr .  When the  filament was de-energized  the gauge 
continued to   operate   for   as  much a s   2 O t o  30 m i n .  before  the  ion  collector 
current would f a l l   t o  i t s  normal  background current  level.  Upon react ivat ion 
o f  the  filament  the gauge would ind ica te   the   o r ig ina l   sens i t iv i ty   l eve l  and 
begin  the  sensit ivity  buildup  again.  

When the SGOG was mounted on the uhv pressure-ratio system it was de- 
termined  that  a  linear  response  could be achieved i f  the  negative  potential  
applied  to  the  cathode and ref lector   tubes was reduced. The negative  back- 
ground current a t  the  ion  collector  decreased from - -1 x A t o  - -1 x 
10-12 A when th i s   po ten t i a l  was changed  from -100 V t o  -19 V. 

B. Conclusions 

The following  conclusions can be dram from the above data: 

1. Nude orbi t ron gauges of  several  designs have  been used  as   re l iable  
linear  pressire  transducers  over  a wide range  of  pressures. 

2 .  The reduced  area  ion  collector  concept does r e s u l t   i n  low  background 
cur ren ts   a t   the  1pA emission  current  level, however the background current 
to   ion  current   ra t io  i s  not improved. A t  an  emission  current  of 7 PA the  sen- 
s i t i v i t y   i s  0.034 A/torr N2, however, the background c u r r e n t s   s t i l l  limit the 
gauge usef'ulness i n  t h e   u l t r a  low pressure  range. 

3. The combination  of the  suppressor g r i d  technique  with  the  orbitron 
gauging  technique  displays  superior  performance. The response  of  the SGOG 
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indicates  that   with improved high  voltage power supplies  and a proper  adjust- 
ment of  parameters t h i s  t y p e  of gauge may be  useful  through  the lo-= torr 
range. 

4. The response,linear  and  nonlinear,  of  the SGOG as a function  of  the 
operating  parameters  has.provided a useful  insight  into  the  condition  for 
confinement of  electrons  within  the  electron  orbit ing volume. Under the  
'proper  condition it may be  possible to es tab l i sh  a reasonably  stable  satu- 
rated  space change condition. It i s  in te res t ing  to speculate  that  i n  devices 
other  than gauges (such  as pumps) which incorporate  orbiting  electron  tech- 
niques a s ignif icant  improvement in   discharge  act ivi ty   ( resul t ing  in   higher  
pump speeds) may be  obtained i f  the  electron  confining  electrodes  are  the 
most negative  surfaces  within  the  device. 

V.  RESPONSE OF BURIED COLLECTOR GAUGE 

The low pressure  ion  current  response  characteristics  for a buried  col- 
l ec to r  gauge has been  determined via   the uhv pressure  ratio comparison tech- 
nique. 

The buried  collector gauge used in   th i s   s tudy  was modified from the 
o r ig ina l  gauge supplied by NASA (Langley  Research Center). The tungsten 
ribbon  filament was replaced by a thoria-coated  ribbon  filament.  Also,  the 
orientation  of  the  filament  plane was changed from tangent ia l  t o  normal  with 
reference  to   the  gr id .  

Four s e t s  of data  are  presented  in  Figure 19, i. e .  , two sets  of  pressure 
r a t i o  comparisons to  a B-A gauge,  and two s e t s  of d i rec t  comparison t o  a B-A 
gauge. Both reference B-A gauges were calibrated  through  the  torr  range 
v ia  a pressure  reference  transfer  technique  (ref.  13) and through  the lom9 
t o r r  range via  the  presswre  ratio  technique.  Although  the  test  gas  used was 
helium,  the  data shown i n  Figure 1 9  have  been presented  in t o r r  nitrogen 
equivalent  units.  

A background collector  current  of 6 t o  9 x lO-l3 A was measured i n  the 
10-13 torr  range. A s  pressure i s  increased  the  collector  current  response 
approaches a linear  response  curve  with a slope of 0.05 A/torr N2. This 
response was obtained  with  the  following  parameters: 

Filament +300 V 
Focusing r ing  +300 V 
Grid 4 5 0  V 
Collector O V  
Ehnission 0.004 A 

The gauge constant  for  nitrogen was therefore 12.5 torr-1. 
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Figure 19 - Low  Pressure  Current  Response  Characteristic f o r  a  Buried Col- 
lector  Gauge.  Four  sets of data  are  presented  in  torr Ng 
equivalent  units. Two sets  were  obtained by the  pressure 
ratio  comparison  technique  and t w o  sets  by  the  direct  com- 
parison  technique.  The  gauge  response  approached  a  linear 
curve of slope 0.05 A/torr N2 as  pressure was. increased. 



Effects  of  focusing  ring  voltage were s tudied  br ief ly  a t  two pressures, 
i. e. ,  - 1 x 10- l -O  torr and - 5 x torr. It was found t h a t  a t  1 x 10-l' 
torr the  collector  current was increased  approximately  an  order  of magnitude 
by increasing  the  focusing  ring  voltage from 300 V to 400 V. The col lector  
current  reached a maximum a t  about 430 V and  then  decreased  sharply.' A t  - 
3 x torr there  was less   than 10% increase or decrease  in  collector  cur- 
ren t  as the  focusing  ring  voltage was varied fYom +300.to +390 V: Above 
+390 there  wits a rapid  decrease  in  collector  current.  The fall-off  of  col-  
lector   current   a t   h igh  vol tage a t  both  pressures can  be interpreted as a 
serious  reduction in the  focusing  of  ions  onto  the  collector; however, the 
difference between the  collector  current  response  at   the two pressure  levels 
below 390 V indicates  the  presence o f  s ign i f icant  amounts of  ionizable  ad- 
sorbed  gas on the  facusing  r ing.  Although the gauge was degassed  prior to 
the   s tudies ,   the   effect  was s t i l l  observed. The basic  degassing problem, 
however, i s  the  amount o f  power needed to clean  the  focusing  ring. In  one 
degassing  operation  the  grid was damaged m d  had t o  be replaced. 

Reducing the  voltage on the  focusing  ring would a i d   i n  reducing  surface 
generated  ions; however, i n   t he  3 x 10-8 torr study,  the  collector  current 
response  indicates a decreasing gauge sensi t ivi ty   as   the  vol tage wits reduced 
below +300 V. 

The above data  indicate  that  a reduced  area  focusing  ring  should  reduce 
the background in   the   bur ied   co l lec tor  gauge. 
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